
     
         

      
   

 

       

     
       

 

     
 

   
 

 

        
 

 
 

  
  

 

 
 

  
 

 

 
 

 
 

 
  

 
 

 
 

 
 

 
 

 
      

 
 

 
   

 

 
   

 
  

 
 

        
 
 
 
 

 
 
 

State of California—Health and Human Services Agency 

California Department of Public Health 
Food and Drug Branch – Device Recalls 

CALIFORNIA DEVICE RECALL INFORMATION SHEET 

Diasorin Molecular recalls subset of Simplexa Direct Amplification Disc Kit for Leakage and 
Risk of Cross-contamination 

Recall Date Product Description Recalling Firm Recall Reason 

11/19/2021 Simplexa Direct 
Amplification Disc Kit 

Product Kit Code MOL1455 

DiaSorin Molecular 
LLC 
Cypress, California 

A subset of affected 
discs are at risk of 
leakage when it is 
used more than one 
time with Simplexa 
COVID-19 Direct 
and/or Simplexa Flu 
A/B & RSV Direct 
Gen II. Leakage from 
a well that had a 
positive sample may 
cause further cross-
contamination in 
areas of the lab if not 
properly cleaned. 

Recall 
Class Product Identification Distribution Affected Dates 

II Lot numbers: 12410N-14463N 2,322 in California November 2021 
and Prior 

FOR ADDITIONAL INFORMATION, PLEASE VISIT THE FDA WEBSITE 

CDPH Food and Drug Branch 
MS 7602  P.O. Box 997435  Sacramento, CA 95899-7435 

(916) 650-6500 ● (916) 650-6650 FAX
Internet Address: www.cdph.ca.gov 

http://www.cdph.ca.gov/
https://www.cdph.ca.gov/Programs/CEH/DFDCS/Pages/FDBPrograms/FoodSafetyProgram/FoodRecalls.aspx
https://www.accessdata.fda.gov/scripts/ires/index.cfm?dev?Product=190485
www.cdph.ca.gov

